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Abstract

An assessment of neonatal outcome may be obtained from analysis of blood in the
umbilical cord of the infant immediately after delivery. This can provide information on the
health of the newborn infant, guide requirements for neonatal care, and is recommended
practice of the Royal College of Obstetricians and Gynaecologists. However, there are
problems with the technique. Samples frequently contain errors in one or more of the
important parameters, preventing accurate interpretation and many clinical staff lack the
expert knowledge required to interpret error-free results. In this paper the development and
implementation of an expert system to overcome these difficulties is described. The expert
system validates results, provides a textual interpretation and archives all results to database
for audit, research and medico-legal purposes. The system has now been in routine clinical
use for over 3 years in Plymouth, and has also been installed in several other hospitals in the
UK. Results are presented in which the types and frequency of errors are established and the
user acceptance of the system is determined. © 1997 Elsevier Science B.V.
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1. Introduction

The umbilical cord vein carries blood from the placenta to the fetus and the two
smaller cord arteries return blood from the fetus. The blood from the placenta has
been freshly oxygenated, and has a relatively high partial pressure of oxygen (pO,)
and low partial pressure of carbon dioxide (pCO,). Oxygen in the blood fuels
aerobic cell metabolism, with carbon dioxide produced as ‘waste’. Thus the blood
returning from the fetus has relatively low oxygen and high carbon dioxide content.
Some carbon dioxide dissociates to form carbonic acid in the blood, which
increases the acidity (lowers the pH). A degree of oxygen starvation for the fetus is
a routine occurrence in normal labour. If oxygen supplies are too low, anaerobic
(without oxygen) metabolism can supplement aerobic metabolism to maintain
essential cell function, but this produces lactic acid as ‘waste’. This further acidifies
the blood, and can indicate serious problems for the fetus.

Samples of blood may be taken from blood vessels in the umbilical cord of the
neonate immediately on delivery, and a blood gas analysis machine measures the
pH, partial pressure of carbon dioxide (pCO,) and partial pressure of oxygen (pO,).
A parameter termed base deficit of extracellular fluid (BDecf) can be derived from
the pH and pCO, parameters [18]. This can distinguish the cause of a low pH
between the distinct physiological conditions of ‘respiratory acidosis’, due to a
short-term accumulation of CO,, and a ‘metabolic acidosis’, due to lactic acid from
a longer-term oxygen deficiency. Analysis of the acid—base balance of arterial and
venous blood from a clamped umbilical cord provides objective information on the
severity and duration of any lack of oxygen during labour. Such assessment of the
acid—base status of umbilical cord blood has recently been recommended by the
Royal College of Obstetricians and Gynaecologists [14].

There are, however, a number of difficulties with the procedure. The cord arteries
are very small in comparison to the vein, which can lead to difficulties in obtaining
an arterial sample of adequate volume. Due to the narrow diameter of the artery,
it is also possible to stick the needle right through the arterial wall and accidentally
sample the vein. Two samples, supposedly from each of the artery and vein, can
thus actually be from the same vessel, which is usually the vein due to its much
larger size. Once the samples are taken it is possible for the pO, and pCO, values
to alter through exposure to air. Blood gas analysis machines require regular
internal calibration and external quality control checks to ensure continuing
accuracy and precision to the manufacturer’s specifications, and failure to perform
this routine maintenance can lead to erroneous results.

Cord blood gas analysis has provoked much debate. Many people have proposed
a correlation between the acid-base status at delivery and other measures of
neonatal condition, including long-term neurological development [5,6,12], and
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others have disputed this [4,15]. These differing opinions are possibly caused by the
failure to recognise sampling errors, the failure to distinguish arterial samples from
venous samples or to distinguish metabolic acidosis from respiratory acidosis [11,8]
and a lack of consensus as to what constitutes significant cut-off points for low pH
or high BDecf [2,23]. Unfortunately, few of these studies have addressed the
problem of the quality of the basic data.

During a recent trial in Plymouth [21], routine cord blood sampling on every
delivery was initiated. Careful retrospective analysis of the cord blood gas results
highlighted a 25% failure rate to obtain arterial and venous paired samples with all
parameters [22]. This sampling error rate is broadly in line with other studies in
which the importance of paired samples was recognised and this is despite the fact
that the sampling took place within a research study which featured regular staff
training sessions. The study also highlighted the facts that clinical staff were not
very good at identifying sampling errors (for example asterisks alongside a parame-
ter to indicate it was unreliable were frequently ignored), did not recognise the
occurrence of two samples from the same vessel and were poor at interpreting the
results.

Many medical expert systems have been developed and described in the last 30
years [17,3], but the number reaching routine clinical use have been few [13,1].
Some of the main reasons for the lack of clinical implementation include: (i) failing
to address the need of the users; (ii) appearing to remove the decision making
process from the clinician; and (iii) failing to address concerns about adequate
validation. The use of a microcomputer for the diagnosis of complex acid—base
disorders [16] and an expert system for the interpretation of blood gas analysis in
the intensive care unit {24] have previously been described, but both these systems
deal only with adult acid-base measurements. The neonate has substantially
different blood characteristics from the adult, and therefore umbilical cord acid-
base analysis requires specific knowledge of fetal physiology [20].

This paper describes the development and implementation of an on-line expert
system for the validation and interpretation of acid—base data for blood taken from
the umbilical cord of the neonate immediately after delivery. The project lifecycle
was undertaken in compliance with BS5750 quality assurance standards in order to
satisfy the requirements of the collaborating blood gas analyser manufacturer. The
stages of feasibility study, knowledge elicitation, design and development of the
complete system, including the user-interface and actual expert system, and the
procedures for software testing, verification and validation are described in detail.
The expert system was implemented in the obstetric unit of the local hospital in
Plymouth, was externally validated at a nearby hospital in Exeter and has since
been installed at over a dozen other hospitals in the UK. A survey of several years
results from Plymouth is included, in which the usage of the system and the
classifications of the expert system are examined. Finally, some of the factors which
have contributed to the successful implementation and user-acceptance of the
system are discussed.
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2. System requirements and development
2.1. System specification

A feasibility study was initially carried out in the ‘C’ language on an IBM
compatible computer running DOS, in which the communication protocols between
the computer and blood gas analyser were investigated and developed. Once the
practicality of an on-line connection was established, a high level specification was
drawn up to detail the functioning of the program to the informal description of the
clinicians. A modular description of the system is shown in Fig. 1. At this stage, the
program development was moved to the Microsoft Windows environment, as this
was seen as being more suited to the non-sequential aspects of the program
identified during the feasibility study and more advanced as a user-interface. As the
program was intended to be used by clinical staff, it was designed to be as straight
forward and simple to use as possible. The content and appearance of each screen
was developed in conjunction with the clinician involved with the project and each
was prototyped and refined to the clinician’s specifications.

2.2. Expert system design

The expert system module has two main purposes;
e to validate the results and
e to interpret the results.

The development of the expert system was an iterative process that took place in
close collaboration with several clinicians experienced in the interpretation of
umbilical cord acid-base data. A database of over 2000 cord samples had already
been collected, which was used to formulate and verify the rules in conjunction with
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Fig. 1. Conceptual block diagram of expert system.
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the experts’ knowledge of fetal physiology. Frequency distributions of the pH,
pCO, and pO, values were plotted to establish the median values and lower 2.5th
centile ranges of each; means and standard deviations cannot be used on the data
as all the distributions are skewed and not Normal. Frequency distributions of the
pH, pCO, and pO, differences between vessels were also plotted which were used
to establish the minimum allowable differences for arterial-venous paired samples.
The populations were checked against other published data to ensure that they were
not specific to our data.

Initially a set of rules was generated by two of the clinicians after a knowledge
elicitation session. These rules were then encoded and applied to the database in a
variety of ways. Firstly the full results were passed to the expert system and the
interpretations recorded. Next each input parameter was marked as containing an
error in all combinations and these results were also passed to the expert system.
This generated the interpretations of the expert system with successively less
information and enabled the internal consistency of the rules to be checked. A
number of other techniques, such as passing plausible random numbers to the
expert system, were used to examine the behaviour of the expert system rules. The
output generated was examined by the clinicians and the rules modified to eliminate
inconsistencies and refine interpretations. This process continued iteratively until
the rules were deemed acceptable.

Internally, the knowledge representation is conceptually organised as a set of
frames, implemented as ‘C’ structures, with attributes such as pH, pCO,, BDecf,
validation flags and originating vessel (artery or vein) for each sample. The expert
system module was tailor written, again in the ‘C’ language, to simplify the
exchange of information with other modules in the system. The expert system
features a forward-chaining algorithm, which is suitable for the classification-type
rules for both the validation and interpretation.

Each sample’s results are passed to the expert system module for error checking.
Two classes of errors are detected; analyser errors and physiological errors.
Analyser errors are those reported by the analyser at the time of sampling such as
caused by the electrodes failing to reach a stable reading, indicated as double
asterisks next to parameters. Physiological errors are an additional class of error
detected specifically by the expert system by examining whether the results are
consistent with the range of possibilities for cord blood. For example, there is a
strong relationship between the pH and the pCO,, as shown in Fig. 2, where the
99.9% confidence of prediction intervals have been calculated by regression analy-
sis. Analysis of the residuals has shown that the variances of the data across the
pCO, axis are not uniform for all pH, indicating that the linear regression
prediction intervals are not strictly valid. Hence, the exclusion limits were con-
structed beyond these intervals, widening with the increased variance in pCO, as
pH decreases. Results that fall outside these exclusion limits-caused, for example,
by the removal of pCO, from a sample through exposure to air-are reported as
errors.

Paired results undergo a further, more sophisticated, stage of validation to
identify which vessel is which and to ensure that they make ‘physiological sense’
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Fig. 2. Scatter diagram of cord blood pH against pCO, with 99.9% prediction limits and expert system
exclusion limits.

when viewed as arterial and venous blood. For example, the pH of the artery must
be lower than the vein whilst the pCO, of the artery should be higher; if this is
found to not be the case, an error will be marked against the pCO, results. An
example of such a rule is:

IF (venous — arterial pH) > 0.06 AND (arterial — venous pCO,) <4 mmHg)

THEN mark the arterial and venous pCO, parameters as errors

If the pH and pCO, values for a sample are accepted as valid, the base deficit of
the extracellular fluid (BDecf) is calculated by equations from Siggaard-Andersen
[19]:

BDecf = — (1 —0.023Hb)(HCO;™ — 24.1 + (2.30Hb + 7.7)(pH — 7.40))
where HCO; = 0.23pCO, log ™! and Hb = 3.7 mmol/I

The pH, pCO, and BDecf are examined to categorise the results into one of 54
interpretations, ranging from ‘normal’ to ‘severe metabolic acidemia’. Results
consistent with respiratory acidosis are distinguished from those indicating
metabolic acidosis and the differences between the two vessels, if available, are used
to further refine the diagnosis. An interpretation is performed on single samples as
well as paired samples, although the information is very much more limited and the
user is advised to retry with a paired sample.
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2.3. System design

The system was designed to run when the PC is booted and to automatically
detect the communications parameters of the blood gas analyser so that the system
starts up online without user intervention. The user initially selects the type of
sample to be placed through the analyser on the main menu. The program was
primarily aimed at cord blood gas analysis, but in order to make the program more
general, options were added to the menu system so that samples of any type could
be entered. The main sample types identified were:

e paired cord samples

single cord samples

fetal blood samples

neonatal blood samples

adult blood samples

other samples

quality control samples

Every sample is written to a raw data ‘master samples’ database when it is
initially received and to a specific database when processed. It was specified that
logging of quality control samples and internal calibrations was essential, but that
automatic detection of quality control results falling outside acceptable limits was
beyond the scope of the project. The user simply inputs the quality control batch
number and, when the results are displayed, selects ‘passed’ or ‘failed’ according to
whether the results fall within the ranges for the batch. All calibrations are
automatically detected and logged to database; the user is informed that a calibra-
tion is taking place and temporarily suspended from proceeding with data entry
until the calibration sequence is completed. While the analyser is sampling or
calibrating, a progress box is displayed indicating the amount of time expected for
the sequence and the amount of time elapsed in the form of a moving bar which
grows from 0 to 100%. The actual time taken for each sequence is recorded and is
used to form a rolling average of elapsed time, which becomes the expected time for
the next sequence.

Having selected the type of sample, the user inputs the mother’s surname, first
name, hospital identification number, and infant number for multiple births, and
then is prompted to place the first sample into the analyser. The sample is measured
by the analyser and the results transmitted to the computer. These are immediately
passed to the expert system module for preliminary error checking. If an error is
detected, the user is presented with immediate visual and optional audio feedback.
The user is given the choice of retrying the sample if more blood is immediately
available, ignoring the error if none is available or abandoning the current
measurement if more blood is to be obtained from the cord. The user is prompted
again if a second sample is required; once sampling is completed the results are
again passed to the expert system for the second stage of validation and interpreta-
tion.

The results and interpretation are presented on a screen which identifies which
results came from which vessel and displays a brief form of the expert system
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Fig. 3. An example screen showing paired cord results and expert system interpretation.

interpretation (Fig. 3). A more detailed explanation of the interpretation is avail-
able on request. The user now has a chance to correct any errors in the patient
details and then can print the results to multiple sticky labels (Fig. 4), specifically
designed for the mother’s and baby’s medical notes.

An optional personal audit facility was also included in the design of the system.
If this feature is selected, each user must enter a personal identification number
(PIN) of up to four characters prior to being allowed to use the system. This allows
the individual usage of the system to be tracked, and could for example be used to
determine which members of staff are responsible for the most errors. PIN numbers

. IDEAL MATERNITY HOSPITAL, TOWNSVILLE .
DATE TIME TYPE NUMBER

. 27/JUN/1994 16:55 Paired Cord Sample 855 '

. D NAME .
[x321654 JENNY SMITH .
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355 Artery €.9% 84 29 12.3 1z2.1

. 356 Vein 7.10 s9 99 23.1 10.0 .
INTERPRETATION 81 (V1.22)

. Moderate acidemia. .
Arterial and venous metabolic acidemia.

. | Possibility of neonatal hypoglycaemia and perhaps .
cardio~pulmonary sequelae.

@ L J

Fig. 4. An example label showing paired cord results.






